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Bronchoscopic imaging of pulmonary mucosal
vasculature responses to inflammatory mediators
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Abstract. In current clinical practice, the initial stage in the detection
of pulmonary airway disease is the clinician’s interpretation of a bron-
choscopy procedure. Due to the nature of this form of detection, dis-
eases are often well advanced upon discovery. This paper proposes a
new method for examining the pulmonary airway microcirculatory
system via fluorescein imaging techniques similar to those used ex-
tensively in ophthalmology. Through the use of a specialized bron-
choscopy imaging system we are able to successfully show that fluo-
rescein emission detected in the rabbit trachea exhibits a clear
response to inflammatory mediators and thus to changing local vas-
cularity. The clinical implications of this technique are extensive in-
cluding most importantly the potential use as an evaluation tool for
pulmonary disease evaluation and likely other endoscopically acces-
sible organs. © 2005 Society of Photo-Optical Instrumentation Engineers.
[DOI: 10.1117/1.1924714]
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1 Introduction
Qualitative optical analysis of the airway mucosa during a
bronchoscopic procedure is currently the initial step in the
identification of pulmonary airway disease. Due to the inher-
ent insensitivity of this detection method the critical initial
stages of the disease often remain undetected and correct
agnosis only occurs once the disease is in advanced stage
Alterations to airway mucosa microvasculature frequently oc
cur in response to the development of pulmonary airway dis
eases such as lung cancer, inflammatory bronchitis, or cyst
fibrosis. As such, investigating the subepithelial vasculature i
crucial to enhancing our understanding of airway responses t
changing mucosa structure and composition.1

To date, most investigators have focused on the larger ves
sels of the pulmonary circulation due to the difficulty associ-
ated with measuring blood flow in the microcirculatory
system. Shibuya et al.2 have examined the subepithelial mi-
crovascular using a high magnification bronchovideoscope
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This imaging method has an extremely small field of view a
is problematic when attempting to quantitatively measure v
cular effects. The aim of our research is to provide an eff
tive and relatively noninvasive means of observing large fi
alterations in tracheal mucosal blood flow in response to v
ous inflammatory mediators. It is our continuing view th
macro-optical techniques, such as the one described in
paper, will provide smaller relevant regions of interest for t
micro-optical techniques such as those described by Shib
et al.2 We see the fluorescein approach therefore as be
complimentary to that of Shibuya et al.

Fluorescein angiography is commonly used to qualitativ
evaluate the circulation of the retina in order to detect a
diagnose diseases including diabetes.3,4 The process of fluo-
rescein angiography involves injecting a bolus of fluoresc
into the patient’s circulatory system and observing the ti
based response in the retina.5 Fluorescein is a highly fluores
cent chemical compound that upon excitation with a blue lig
source between 465 and 490 nm spontaneously fluoresc
the yellow-green wavelengths of 520–530 nm.6 A large por-
tion of the fluorescein injected into the blood stream binds
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Fig. 1 Flow diagram of the fluorescent imaging system for use in the
detection of green fluorescent protein in the pulmonary airways. The
bronchoscope is used to visualize the airways in conjunction with the
white light and argon laser. The CCD camera captures images as seen
by the bronchoscope with the laser light removed. The personal com-
puter (PC) controls the entire system operation.
.
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serum protein, however it is the unbound fluorescein mol-
ecules that are responsible for the observed light emission6

Fluorescein remains in the body for up to 36 h before being
completely metabolized by the kidneys.7

In addition to the use of fluorescein in ophthalmology ap-
plications we believe that fluorescein has a potential use i
determining changes in airway mucosa vasculature. By mon
toring the fluorescent emission in the airway tree we hypoth
esize that regions of airway mucosa corresponding to high o
low intensity fluorescent emission will correlate with high or
low tissue vascularity.

2 Methods
Detection of the fluorescein emission in the pulmonary air-
ways requires the use of a specialized imaging system capab
of providing the necessary excitation and also accurately de
tecting the fluorescein emission. We have previously con
structed an imaging system of this type~Fig. 1! designed to
enable the detection of green fluorescent protein in the airwa
epithelia used in conjunction with gene therapy research.8

This fluorescent imaging system has an exposure time of 0.0
s ensuring image acquisition at a sufficient speed so as t
avoid any potential adverse affects from cardiac motion tha
may otherwise be problematic in the left main bronchus.

As is the case of standard clinical practice, a bronchoscop
~bronchofiberscope, BF type 1T40, Olympus, Melville, NY!
034013Journal of Biomedical Optics
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used in conjunction with a white light illumination sourc
~CLE-10, Olympus! is required to examine the airways. Ex
citation is provided via an 800mm fiber optic cable~Sharplan
Laser Co., Allendale, NJ! delivering the output from a 488 nm
internal mirror argon ion laser~IMA-102-010-BOS, Melles
Griot Laser Group, Carlsbad, CA! through the distal end of
the bronchoscope. The fiber optic cable terminates in a he
spherical diffusing tip to uniformly distribute the excitatio
light onto the airway walls. During system operation a fo
pedal is engaged to switch between these excitation sou
and simultaneously send an output signal via a mic
controller ~Parallax Basic Stamp II, Parallax Inc., Rocklin
CA! to the operating system to signal a change in image
quisition mode.

In order to differentiate between the emitted fluoresc
and the excitation source a 488 nm band-reject filter is po
tioned over the eyepiece at the proximal end of the bronc
scope. The role of the filter is to occlude the laser light ens
ing that all detected illumination is fluorescein emission. T
entire system is coupled to a Photometrics SysSys, high
formance charged coupled device~CCD! camera~Photomet-
ric Ltd., Tuscon, AZ! facilitating computer controlled acqui
sition and analysis of digital images of the fluoresce
emission.

The use of fiber optic bronchoscopes in the evaluation
the airways continues to be used extensively throughout
world. Images captured by the fiber optic bronchoscope
CCD camera assembly display an underlying grid pattern
cated throughout the bronchoscope field of view@Fig. 2~a!#.
This grid pattern or fingerprint is due to the high resoluti
CCD camera capturing the spaces between the individua
bers of the bronchoscope. In an attempt to remove this
ceived distortion a filtering process was applied. In fingerpr

Fig. 2 (a) White light image captured using the fluorescent imaging
system highlighting the underlying fiber distortion and (b) the image
postapplication of the Fourier domain filtering.
-2 May/June 2005 d Vol. 10(3)
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Fig. 3 (a) The Fourier transform magnitude of the image depicted in
Fig. 2(a) clearly showing the periodic noise of the underlying grid
pattern. The periodic noise from the bronchoscope fibers corresponds
with the bright regions surrounding the center mass. (b) The resulting
low pass filtered image in the frequency domain.
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enhancement techniques, filters are designed to transmit pe
spectra corresponding to ridge frequencies and directions an
to attenuate the remaining signal thus enhancing the finge
print pattern.9 Radial bandpass filters are commonly used for
this purpose. Each filter is tailored to match the patterns of th
individual fingerprints by observing the two-dimensional
~2-D! Fourier power sprectra. We however wish to attenuate
the spectra corresponding to the fiber grid, and transmit a
remaining spectra. The underlying grid produces a periodic
noise signal which can be viewed in the frequency domain
@Fig. 3~a!#. Similar problems have been encountered with mi-
croendoscopes, where the noise can be reduced with ban
reject filters.10 Due to the observed Fourier spectrum of our
system, such methods are not sufficient. Because of the larg
number of peaks corresponding to noise from the fiberoptic
scope, a box low-pass filter was used to attenuate these hig
frequency noise components and effectively greatly reduc
the contrast between each of the individual fibers of the bron
choscope. In order to determine the cutoff frequencies for th
low-pass filter, manual matching of the filter and the Fourier
spectra of an image showing the distortion, was performed
The frequency spectra corresponding to the underlying grid
pattern does not vary between images captured with the bron
choscope system, and thus these chosen cutoff frequencies a
applicable to all images captured. An inverse Fourier trans
form is then applied to the filtered frequency domain image to
produce the resulting image@Fig. 2~b!#.

Low-pass filtering in the frequency domain essentially de-
creases the sharpness of an image, thus careful considerati
in cutoff frequency determination is required. If the chosen
cutoff frequency is too low, significant image information will
be lost. In contrast, should the cutoff frequency be too high
insufficient grid removal will result.

Region of interest segmentation is required when deter
mining the frequency response in specific sections of the ex
posed tissue. Once the bronchoscope imaging system and su
ject have been positioned and fixed in place, a white ligh
image is captured with the imaging system. Images capture
with laser light excitation are predominately dark and show
very little scene detail other than the fluorescein emmision
thus the white light image is required to select the regions o
interest. In the case where the regions of interest are clear
distinguishable in the white light image, they can be extracted
034013Journal of Biomedical Optics
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using image processing techniques. A combination of im
thresholding, morphological closing, region growing, and
beling image processing techniques are used to create a b
image of the extracted regions. Region growing requires
initial seed point, within the boundaries of the desired area
interest, at which to start the region of interest determinati
The seed pixels for the region growing process are manu
chosen to correspond to each region in the image. This bin
mask is then used to determine the fluorescein respons
each of the captured images. The mean fluorescein emm
is determined for each of the regions based on the pixel
tensities and the region areas.

3 Experimental Methods
The tracheal mucosal blood flow accounts for nearly 85%
the total tracheal blood flow and has been shown to v
considerably in rabbits between 8.9 and 22.7 mL min21 per
100 g tissue.11 This inconsistency in basal tracheal microva
culature was not found in intrarabbit studies, but rather var
within the rabbit population. No similar such data was fou
for human studies presumably due to the required invas
ness of the measurement techniques.1 Despite the large mu-
cosal blood flow measurements the majority of research
generally focused on the larger blood vessels highlighting
need for further research to be conducted in this area.

In order to confirm our initial hypothesis that an increa
in vascularity of the airway mucosa produces a correspond
increase in the detectable fluorescein emission, we desig
an experiment involving one New Zealand white rabbit. T
experiment was approved by, and carried out in accorda
with the guidelines set by the University of Iowa Institution
Animal Care and Use Committee. The rabbit was anesthet
~35 mg kg21 of ketamine and 5 mg kg21 of xylazine! and un-
derwent a surgical procedure to expose a 5 cmlength region
of the posterior inner tracheal wall~Fig. 4!. The bronchoscope
tip was positioned 2 cm above this tracheal window, a
clamped in place to allow for continuous monitoring witho
moving the bronchoscope or the animal.

Alterations in subepithelial vascularity were achieved u
ing various inflammatory mediators including the vasodilato
bradykinin ~20 mM! and histamine~10 mM!, the vasocon-
strictor cocaine~0.1%! as well as a saline control. Each of th
inflammatory mediators were applied in 10mL measures to
one of four 5 mm diameter circular filter papers. The fo

Fig. 4 Exposed trachea of a New Zealand white rabbit.
-3 May/June 2005 d Vol. 10(3)
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Fig. 5 Exposed trachea of the New Zealand white rabbit showing the
placement of the filter papers each prepared with an inflammatory
mediator. The image was captured using the bronchoscope imaging
system under white light illumination.
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patches were all consequently applied to the previously ex
posed rabbit tracheal tissue in for a period of 1 min~Fig. 5!.

Immediately following removal of the inflammatory me-
diator prepared filter papers the rabbit was injected through a
ear vein with a 7.7 mg kg21 dose of fluorescein at which time
continuous image acquisition, with excitation from the laser
source, of the exposed trachea began. Detection of the tim
course of the fluorescein continued for a period of 90 min
before the rabbit was sacrificed due to anesthetic time limita
tions.

4 Results
Upon termination of the fluorescein response monitoring in
the rabbit trachea, image processing techniques, including re
gion of interest segmentation, were applied to the image se
034013Journal of Biomedical Optics
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ries. The regions corresponding to the inflammatory media
exposed epithelial tissue were extracted and numerical m
surements made. Figure 6 shows the initial time based m
pixel values of each of the extracted regions. These res
clearly show that the detected fluorescence varies amo
each region.

As can be noted from Fig. 6, approximately 4 s lapsed
before the initial sign of the fluorescein circulating in th
blood was detected. The detected fluorescein appears to r
a maximal peak at 11 s postinjection of fluorescein af
which the levels appear to approach a reasonably steady s

5 Discussion
Images of the fluorescein-induced fluorescence were succ
fully detected exhibiting no signs of image blurring due
motion artifacts including from the cardiac motion, and
image acquisition time of 0.07 s appears short enough to
tend these observation into the human situation. Histam
and bradykinin are both potent vasodilators therefore sugg
ing that the blood volume in the region of the tracheal muco
that has been exposed to these mediators would increas
corresponding increase in the detected fluorescein emissio
expected. Conversely in the case of mucosa having been
posed to a vasoconstrictor such as cocaine we expect the
posite to be true with the blood volume and hence the fl
rescein emission decreasing. As Fig. 6 shows, these intu
results were confirmed with our experimental observation

Note the small decrease in the fluorescein emission
tected for the cocaine-exposed tissue compared with tha
the saline control, suggesting the possibility that in this p
ticular animal the posterior tracheal mucosal blood flow w
already very low, and was further influenced by the cocai
although not greatly so. The basal mucosal blood flow w
however, detectable as a fluorescein signal.

As previously mentioned, fluorescein remains in the blo
for a period of up to 36 h before being completely metab
Fig. 6 Detected mean fluorescein emission, presented in mean pixel value with pixel error bars, for each of the four tissue regions exposed to the
inflammatory agents.
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lized by the kidneys. This long life span made it difficult for
us to monitor the entire time course of the fluorescein in the
rabbit trachea due to anesthetic limitations and thus the ex
periment was concluded after approximately 90 min.

6 Conclusions
The aim of this research as previously stated was to provid
an effective and relatively noninvasive means of observing
normal and abnormal changes in tracheal mucosal blood flow
In order to do this we hypothesized that through detection o
administered fluorescein in the trachea we would be able t
detect alterations in the mucosal blood flow. Our results dem
onstrate that we have been able to effectively support thi
hypothesis using known vasodilator and vasoconstricto
agents in the trachea. Human investigations are currently i
progress; if important new knowledge can be acquired usin
this technique then the low cost of fluorescein and its ex
tremely low side effects profile may be important factors in its
more wide-spread use for these purposes.

The clinical significance of this research is to potentially
develop a pulmonary airway evaluation system to detect pos
sible disease. It is believed that in the early stages of lung
cancer development, and other pulmonary diseases, a chan
in mucosal vascularity occurs due to the changing tissu
structure and composition and hence nutrient requirement
Through clinical evaluation of the patient airway using the
developed fluorescent bronchial imaging system in conjunc
tion with fluorescein administered intravenously we believe
that successful detection of abnormal pulmonary mucosal vas
cularity is possible. The developed imaging system used in
conjunction with virtual bronchoscopy and endoscope match
ing software12 will also facilitate the tracking of fixed airway
locations over time. Detection of such changes prior to the
disease reaching advanced stages, when diagnosis commo
occurs, would potentially increase the effectiveness of curren
patient treatments as well as provide a greater understandin
of the airway microvascular system.
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